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Background: Biologic valved grafts are important in cardiac surgery, and although several types of graft are cur- 
rently available, most commercial xenografts tend to cause early disfiguration due to intimal proliferation and 
calcification. We studied the graft failure patterns on non-fixed and glutaraldehyde-fixed pulmonary xenograft in vivo 
animal experiment. Materials and Methods: Pulmonary valved conduits were obtained from the right ventricular 
outflow tract of eleven miniature pigs. The grafts were subjected to 2 different preservation methods; with or with- 
out glutaraldehyde fixation: glutaraldehyde fixation (n=7) and non-glutaraldehyde fixation (n=4). The processed ex- 
planted pulmonary valved grafts of miniature pig were then transplanted into eleven goats. Calcium quantization 
was achieved in all of the explanted xenograft, hemodynamic, histopathologic and radiologic evaluations were per- 
formed in the graft which the transplantation period was over 300 days (n=7). Results: Grafts treated with gluta- 
raldehyde fixation had more calcification and conduit obstruction in mid-term period. Calcium deposition also ap- 
peared much higher in the glutaraldehyde treated graft compared to the non-glutaraldehyde treated graft (p<0.05). 
Conclusion: The present study suggests that xenografts prepared using glutaraldehyde fixation alone appeared to 
have severe calcification compared to the findings of non-glutaraldehyde treated xenografts and to be managed 
with proper anticalcification treatment and novel preservation methods. This experiment gives the useful basic chem- 
ical, histologic data of xenograft failure model with calcification for further animal study. 
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INTRODUCTION 

Over the past decade, valved grafts have become an im- 
portant raw material in cardiac surgery. Heart valves are 
commonly replaced by mechanical or bioprosthetic valves for 
the treatment of adult valvular heart disease, though the bene- 
ficial aspects of using these valves are under debate. 

Allograft valves have the advantages of obviating anti- 
coagulation, a low incidence of thromboembolism, optimal 



hemodynamics, and resistance to infective endocarditis [1]. 
On the other hand, allotransplantation is constrained by the 
availability of human donor organs. Therefore, if we could 
produce biological valves with characteristics similar to those 
of allograft valves, they are certain to be of clinical use. 

Bioprostheses are widely used for a variety of car- 
diovascular applications such as heart-valve substitutes and 
patch materials. Bioprosthetic tissues are conventionally 
cross-linked with glutaraldehyde (GA) to impart tissue stabil- 
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Table 1. Details of the animals enrolled in the study 


Number 


1 


2 


3 


4 


5 


6 


Goat (kg) 


38 


37 


33 


36 


36 


58 


Graft 


FC 


FC 


DC 


AO 


DG 


GF 


Cath (day) 


373 


406 


377 


422 


398 


359 


Sacrifice (day) 


471 


573 


599 


591 


598 


497 


Ca (ug/mg) 


0.19±0.05 


3.42+1.30 


5.28+3.79 


6.06+5.62 


23.59+6.28 


20.10+14.39 


Number 


7 


8 


9 


10 


11 




Goat (kg) 


36 


38 


33 


39 


39 




Graft 


GF 


GF 


GF 


GF 


GF 




Cath (day) 














Sacrifice (day) 


361 


195 


102 


20 


7 




Ca (uglmg) 


21.10+6.03 


7.93±5.34 


1.40+1.21 


1.07+0.31 


0.64+0.17 





FC, fresh cryopreservation; DC, decellularized-cryopreservation; AO, antisolution only; DG, decellularized glutaraldehyde fixation; GF, 
glutaraldehyde fixation; Cath, catheterization; Ca, calcium. 



ity, reduce antigenicity and to maintain tissue sterility [2,3]. 
However, GA-fixed bioprostheses are prone to calcification 
after long term implantation in humans, and this is one of the 
limiting factors in the longevity of bioprostheses. The mecha- 
nism of calcification of GA-fixed bioprosthetic tissue is com- 
plex, but there are evidences that tissue phospholipids, free 
aldehyde groups of GA [4], and residual antigenicity of the 
bioprosthetic tissue, all play an important role [5]. 

The objective of this study was to evaluate the effect and 
toxicity of GA preservation methods. Different preserving 
methods, such as GA fixation and other nontoxic cross-link- 
ing method such as decellularization, cryopreservation method 
were tested on extracted porcine pulmonary-valved grafts. GA 
toxicity was compared with GA fixed and non-GA fixed 
xonografts. 




Between December 2005 through January 2009, pulmo- 
nary-valved conduits were obtained from eleven Seoul 
National University (SNU) miniature pigs (weight range, 90 
to 110 kg) [6]. Briefly, the procedure used was as follows. 
After inducing general anesthesia and routine surgical drap- 
ing, a median sternotomy was performed, and the fresh heart 
was extracted. The pulmonary xenograft was excised carefully 
from the root of right ventricular outflow tract (RVOT) and 
to the main pulmonary artery (PA). The graft was then trans- 



ferred to a laboratory and washed with phosphate buffered 
solution (PBS 0.1 M, pH 7.4) supplemented with antibiotic 
solution (penicillin, streptomycin, and amphotericin B; Sigma- 
Aldrich Co., St. Louis, MO, USA), and placed in a re- 
frigerator (4°C) for 24 hours. Grafts were then subjected to 
two different preservation methods such as GA fixed or not: 
GA fixation (number 6-11), decellularized-glutaraldehyde fix- 
ation (number 5), decellularized-cryopreservation (number 3), 
fresh cryopreservation (number 1-2), or antibiotic solution on- 
ly (number 4) (Table 1). 

After various periods of transplantation, xenografts were 
explanted and calcium quantification was achieved. Hemody- 
namic and radiologic evaluations were performed in the graft 
which the period of transplantation was around one or two 
years. Calcium quantization was also compared between the 
GA fixed graft which the transplantation period was longer 
than 300 days (LGA) and non-GA fixed graft (NGA). And 
especially with the GA fixed grafts were sacrificed after few 
days through 2 years to identify the amount of the calcifica- 
tion process had increased during the transplantation period. 

1) Pigs 

SNU miniature pigs were bred in a barrier-sustained specif- 
ic-pathogen-free facility at the Center for Animal Resource 
Development at SNU. Throughout the breeding period, phys- 
ical activities and feeding statuses were carefully monitored 
by a veterinarian. The pigs were maintained under germ free 
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conditions and weights were controlled between 90 and 110 
kg. All procedures involving animals were approved by the 
institutional animal care and use committee of Seoul National 
University Hospital. 

2) Antibiotic solution only 

This graft was not preserved, but rather transplanted at the 
time of extraction after treating it with Sigma solution. 

3) Glutaraldehyde fixation 

The grafts involved were transferred to 0.625% GA sol- 
ution for 2 weeks, and then stored in the 0.2% GA for time 
with identification disc until required. 

4) Fresh ciyopreservation 

These grafts were placed in a cryopreservation bag contain- 
ing cryoprotective solution (dimethyl sulfoxide, DMSO) and 
then immediately frozen at a controlled rate in a freezer 
(CryoMed; Thermo Electron Co., Waltham, MA, USA) to a 
temperature of -80°C. The valves were stored at -80°C until 
the study. 

5) Decellularization 

Grafts were treated with 1.5 M NaCl solution for 24 hours 
at 37°C, and then rinsed with PBS solution. They were then 
treated with 0.5% sodium dodecyl sulfate (SDS) solution for 
an hour at 37°C and rinsed with PBS solution for 48 hours. 
A sample of muscle and vessel in the PA wall were fixed in 
formalin, and the decellurization procedure was confirmed 
histologically. 

6) Pulmonary xenograft replacement (right ventricular 
outflow tract replacement) 

The transplantation procedure was conducted as follows. 
Under general anesthesia, a goat was placed in the right de- 
cubitus position, and left thoracotomy was performed through 
the 4th intercostal space. Heparin was injected (300 IU/kg) 
intravenously. Aortic cannulation was performed through the 
descending aorta and venous cannulation through the right 
atrium. Cardiopulmonary bypass was started in body 
temperature. The entire operative procedure was conducted 
with a beating heart without cardioplegia. A porcine xeno- 



graft was transplanted in the RVOT. Postoperative anti- 
coagulation was not used to avoid interference with assess- 
ments of xenograft biocompatibility. 

7) Echocardiography, cardiac catheterization 

Transthoracic echocardiography was performed at 1, 3, 6, 
and 12 months post-transplantation to evaluate hemodynamic 
changes. Conduit diameters of grafts, and the morphologies 
and competences of leaflet were investigated. Cardiac cathe- 
terization was also performed to confirm hemodynamics just 
before sacrificing the goat. 

8) Radiologic confirmations with quantization of 
calcification 

After sacrificing the goat, grafts were tested for radiologic 
confirmation with simple X-ray. To quantify the degree of 
calcification of the xenograft, we sectioned 5 or 6 pieces of 
the wall and washed with saline and dried it under the tem- 
perature of 90°C over 48 hours. Then preparing with 6N hy- 
drochloric acid in a test tube until dissolution, measured the 
calcium content with inductively coupled plasma-atomic emis- 
sion spectrometer. 

9) Statistical methods 

The data of calcium content in this study are expressed as 
the mean±standard deviation. Statistical analysis of the differ- 
ence of calcium content was compared with LGA and NGA 
group and was analyzed by Mann-Whitney method. Statistical 
analysis was conducted using SPSS ver. 13.0 (SPSS Inc., 
Chicago, IL, USA). 




Eleven goats of mean weight 38.5±6.8 kg (range, 33 to 58 
kg) were used in the experiment and the mean time between 
transplantation and sacrifice was 364.9±240.3 days (range, 7 
to 599 days). 

1) Hemodynamic evaluation 

Echocardiography was performed after implanting pulmo- 
nary-valved grafts. Valvular function and conduit diameters 
were checked. However, it was difficult to approximate echo 
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probe penetration into the heart as in man, because the heart 
was in the deep side of the chest wall and covered by the 
lung. Furthermore, the echo window was not clear enough for 
us to estimate the exact diameter of conduits and valve 
functions. We could only obtain general information about 
the grafts, which was nevertheless useful for determining ani- 
mal condition during follow-up. Overall, grafts treated with 
GA, and decellularized-GA had similar appearances. The mo- 
bilities of leaflets had decreased, and regurgitation and steno- 
sis were present. Conduit diameters had decreased and all 
showed right ventricular outflow stenosis. Moderate degrees 
of regurgitation and decreased leaflet mobility were noted in 
the graft treated with decellularized-cryopreservation. The 
fresh cryopreservation graft also showed mild regurgitation, 
but no leaflet thickening was observed and mobility was near 
normal. 

Just before explanting the graft, cardiac catheters were 
placed through the right ventricle (RV), PA, and aorta in 
each animal, and pressure differences and gradients were 
measured and recorded (Table 2). Cardiac catheterization was 
performed in NGA group and LGA group except xenograft 
number 7 which had transplantation period over 300 days. 
For grafts treated with antisolution only and LGA group, the 
results obtained showed higher RV-aortic pressure gradients 
and RV-PA pressure differences. Severe calcification and nar- 
rowing was also observed in conduits. The decellularized-cry- 
opreservation graft had a smaller pressure gradient and pres- 
sure difference as compared with the graft treated with anti- 
solution only and LGA group. Fresh cryopreservation grafts 
had the smallest RV-PA difference. 

2) Macroscopic, microscopic, and radiologic findings 

Explanted valves were visually inspected, and radiographed 
to quantify the amounts of calcification. We graded calcifica- 
tion in the conduit as follows: grade 1 -calcification occupying 
1/4 of the conduit, grade 2-calcification occupying > 1/4 and 
<2/4, grade 3-calcification occupying >2/4 and <3/4, and 
grade 4-calcification occupying >3/4. 

Calcification grades for grafts treated with GA, decellular- 
ized-GA, and antisolution only were grades 4, 4 and 3, re- 
spectively, and conduits were severely stiffened and calcified. 
However, fresh cryopreservation (grade 1) and decellularized 



Table 2. Cardiac catheterization data 

Results 



AP (RV-PA) Calcification 
(mmHg) (grade) 



Antisolution only 


0.56 


40 


3 


GA fixation 


0.56 


35 


4 


Decell & GA fixation 


0.68 


41 


4 


Decell & Cryo 


0.39 


29 


1 


Fresh Cryo (n=2) 


0.47/0.3 


23/6 


1/1 



P, pressure gradient; RV, right ventricle; AP, pressure difference; 
PA, pulmonary artery; GA, glutaraldehyde; Decell, decellulariza- 
tion; Cryo, cryopreservation. 



cryopreservation grafts (grade 1) were in relatively good con- 
dition; conduits were soft and little calcification was evident, 
except at anastomosis sites. Leaflets differed in decellular- 
ized-cryopreservation and fresh cryopreservation grafts. 
Decellularized cryopreservation leaflets showed degeneration, 
which resulted in a larger RV-PA pressure difference than 
those of the fresh cryopreservation graft (Figs. 1, 2). 

Macroscopic and radiologic examinations inferred that graft 
treated with GA with or without decellularization triggers cal- 
cification of the xenograft. Quantification of calcium content 
of the xenograft also appeared much higher in LGA group (p 
<0.01) (Fig. 3). And calcium deposition increased as the 
transplantation period became longer (Fig. 4). 

Ever since GA preservation method in biological tissue has 
been introduced in 1969 by Carpentier et al. [3], it has been 
used most commonly to cross-link the xenograft valves and 
pericardium. GA cross-links decreases immunogenicity for it 
masks the antigens when it is implanted [7] and forms inter- 
fibrillar, intrafibrillar collagen cross-link compounds which re- 
duces biodegradation and increasing biocompatibility which 
makes mechanical strength and durability to the graft [8,9]. 
These bioprosthesis has excellent extensibility of leaflet, en- 
abling full leaflet opening without kinking and have similar 
hemodynamics compare to the native vales [10,11]. Require- 
ment of anticoagulation is not needed for they are non fhrom- 
bogenic [12] and also produces high defending properties 
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Fig. 1. Macroscopic xenograft findings. Glutaraldehyde fixed graft had calcification throughout the conduit, leaflet retraction was prominent 
and severe calcification was observed. (A) Fresh cryopreservation, (B) decellularized-cryopreservation, (C) decellularized-glutaraldehyde fixation, 
(D) antisolution only, (E) fresh cryopreservation, and (F) glutaraldehyde fixation. 
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Fig. 2. Radiologic findings and calcification grade. Both types of cryopreserved grafts showed minimal calcification throughout the conduit 
except in the anastomosis site. (A) grade 1: fresh cryopreservation, (B) grade 1: decellularized-cryopreservation, (C) grade 4: decellular- 
ized-glutaraldehyde fixation, (D) grade 3: antisolution only, (E) grade 1: fresh cryopreservation, and (F) grade 4: glutaraldehyde fixation. 
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Fig. 3. Calcium deposition of the xenograft appeared higher in 
LGA (xenograft with transplantation period longer than 300 days) 
(p<0.01). CA, calcium; LGA, longer than 300 days; NGA, 
non-GA fixed graft; Cryo, cryopreservation; Decell, decellularization; 
GA, glutaraldehyde. 

from postoperative infection [13]. For these various advan- 
tages it has been implanted into innumerable patients with 
very high degree of clinical success and is still used world 
widely [14-16]. 

But calcification which makes tissue degeneration promotes 
bioprosthetic valve failure. It gradually calcifies over time and 
eventually deteriorates and fails to have its normal function. 
Adult recipients may have valve function well for a long pe- 
riod of time [17]. However young adults and children fail 
more quickly [18]. There are reports that aldehydes bond 
with calcium in vivo, which results in endothelial calcification 
[4]. Especially the pyridinium cross-link which is the com- 
mon type of GA induced cross-links [8,9] could theoretically 
cause influx of phosphate into the intrafibrillar spaces and 
cause calcification [19]. There are various chemical sources 
which produce calcification process but the exact mechanism 
of the calcification process is not well known. 

In the present study, xenografts prepared using GA with 
and without decellularization showed severe calcification 
throughout the conduit and valve leaflets. These findings sug- 
gest that a means of minimizing calcification or antitoxicity 
treatment must be developed. 

Xenografts treated with decellularized-cryopreservation or 
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Fig. 4. Calcium quantization of the glutaraldehyde fixed xenogarft 
by the transplantation period. We can see the calcium deposition 
increases as the transplantation period becomes longer. 



fresh cryoprservation were in relatively good condition as 
compared to GA treated valves. However, declellularized-cry- 
opreservation explanted leaflets showed severely retracted and 
degenerated, maybe due to enzymatic degradation without 
cross-linking. 

Liao et al. [20] reported that after decellularization (SDS, 
trypsin, and Triton X-100), the collagen crimp structure, 
which is a component of the extracellular matrix, is disrupted 
in valve tissue, and that this might have a negative effect on 
long term valve durability. The authors speculate that this 
may have caused the leaflet degeneration in the present study. 

One of the assumptions of decellularization of biological 
scaffolds is that antigenicity is associated predominantly with 
the cellular component of the tissue, and that removal of the 
native cells will remove antigenicity [21]. 

Considering the complex and multi factorial mechanism of 
calcification of GA-fixed bioprosthetic tissue, combining anti- 
calcification treatments targeting different steps of calcifica- 
tion process may be beneficial through a synergistic effect. 

The conduits and leaflets of fresh cryopreservation grafts 
were in relatively good functional conditions in this study. 
The cryopreservation technique was first developed to enable 
valves to be stored [22], and glycerol and DMSO was first 
used as cryoprotective agents. These agents had contributed 
in providing valve availability for replacement efforts [23,24]. 
O'Brien et al. [25] reported that cryopreserved homografts 
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produce excellent long-term clinical results, but unlike me- 
chanical prostheses, valves eventually deteriorate. 

Xenograft destruction was easily detected macroscopically 
and by using radiologic findings. Quantification of the cal- 
cium also informed that, the destruction was mostly due to 
calcification. Calcification on the GA-fixed graft, the layer of 
the inner part was mostly calcified and it was scattered on 
the outer layer, which infers that calcification starts from the 
intimal layer. 

Other than tissue failure due to toxicity, degeneration and 
calcification, there is a humoral response and also cellular re- 
sponse, with the cells, including macrophages, T cells, and 
eosinophils, infiltrating the xenografts in tissue graft failure 
[26]. Especially in viable xenotransplantation, the hyperacute 
rejection, which is mediated by preexisting anti-GAL a 1, 
3Gal/?l, 4GlcNAc («Gal) natural antibodies and the classi- 
cal complement pathway in animal to human xenografting 
[27,28], should also be considered before transplantation. 

The limitation was, this animal study was time consuming 
and breeding the animal in a restricted space was difficult. 
Thus the study was not large and non-GA treated xenograft 
preservation methods were heterogenous and therefore it does 
not have statistical significance, but xenografts prepared using 
GA with and without decellularization showed severe calcifi- 
cation compared to the findings of non-GA treated grafts. 




The use of xenografts appears to be inevitable, because the 
number of allotransplantations is severely constrained by the 
non-availability of human donor organs. Modification of neg- 
ative effects in decellularization techniques and with anti- 
calcification treatment & novel combination of preservation 
methods require thorough investigation to overcome current 
both tissue valve preservation and engineering problems. 
Developing a combination of nontoxic cross-linking and valid 
methods of decellularization with removal of xenoreactive an- 
tigenicity technique, it may provide an acceptable results in 
the future. This experiment gives the useful basic chemical, 
histologic data of xenograft failure model with calcification 
for further animal study. 
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